This paper describes a fabrication protocol for a dipole-assisted solid phase extraction (SPE) microchip available for trace metal analysis in water samples. A brief overview of the evolution of chip-based SPE techniques is provided. This is followed by an introduction to specific polymeric materials and their role in SPE. To develop an innovative dipole-assisted SPE technique, a chlorine (Cl)-containing SPE functionality was implanted into a poly(methyl methacrylate) (PMMA) microchip. Herein, diverse analytical techniques including contact angle analysis, Raman spectroscopic analysis, and laser ablation-inductively coupled plasma-mass spectrometry (LA-ICP-MS) analysis were employed to validate the utility of the implantation protocol of the C-Cl moieties on the PMMA. The analytical results of the X-ray absorption near-edge structure (XANES) analysis also demonstrated the feasibility of the Cl-containing PMMA used as an extraction medium by virtue of the dipole-ion interactions between the highly electronegative C-Cl moieties and the positively charged metal ions.
Introduction
From the viewpoints of environmental management and contamination prevention, trace metals which cause serious pollution or toxicological problems are a worldwide concern. An appropriate on-chip sample pretreatment technique has been widely accepted as the key to success in processing and analyzing actual samples via chip-based platforms, because unexpected co-existing chemical species in raw samples often hamper the accurate determination of analytes present in traces amounts. 1 Among the available techniques, on-chip solid phase extraction (SPE) is especially popular for trace metal analyses, because this technique permitting sample cleanup and analyte preconcentration to be performed simultaneously is extremely useful for isolation of metal ions from complicated salt matrices.
2,3
The advancement of on-chip SPE techniques used for the determination of trace metals has been steadily evolving. In the early days, the SPE chips were prepared by loading commercially available resins into the microchannels to construct the resin-packed SPE units. [4] [5] [6] [7] This occasionally required the analyte to be derivatized to enable the transformation of metal ions into resin-retainable forms. 4 An alternative method for the preparation of chip-based SPE devices is to utilize the chip channel as an SPE sorbent for the collection of trace metals after simple surface modification. 8 Recent years have seen an emerging trend involving the incorporation of magnetic nanoparticles (MNPs) and specific chemicals that contain functional groups capable of the efficient retention of metal ions. In contrast to commercial resins, the MNPs are modified with compounds such as γ-mercaptopropyltrimethoxysilane (γ-MPTS) 9 and aminobenzyl ethylenediaminetetraacetic acid (ABEDTA) 10 after which they are packed into the microchannels with the aid of an external magnetic field to achieve the selective extraction of metal ions.
Although significant progress in the development of on-chip SPE techniques has been witnessed, the reported techniques typically function based on either ion exchange or chelation. The use of techniques such as these has the disadvantage of requiring unavoidable operational procedures, including those associated with conditioning, washing, or regeneration, to maintain the analytical performance. Unfortunately, the need for additional operational procedures not only extends the time required for each analysis but also risks causing high blank values and irreproducible results. 11 Therefore, an alternative working strategy for on-chip SPE techniques is imperative for trace metal analyses.
Fabrication of the Dipole-assisted SPE Microchip
1. Preparation of the PMMA Microchip Note: The fabrication protocol of the chip was similar to that described elsewhere. ), and VECT through the control panel of the micromachining system. Note: Parameters such as Power, Speed and Pen Mode affecting the channel features were investigated in advance. The evaluation method was similar to that proposed by Yuan and Dasa. 17 The parameters selected in this study were used to machine an appropriate channel for adaption to conduits without complicated academic purposes. People can select another condition for laser machining in accordance with their need. 4. Print the drawn pattern and then machine the PMMA sheet by the laser micromachining system according to the manufacturer's protocol. Caution! Wear goggles when using the laser system to avoid severe eye damage due to exposure to the laser radiation. An appropriate exhaust system is recommended because of the production of fumes/smoke during laser machining. 5. Drill three 1/16-inch diameter access holes for a sample inlet, a buffer inlet, and an eluent inlet on the bottom plate and one for a confluent outlet on the cover plate oscillator for 10 min. Afterward, dry each cleaned plate with a gentle stream of nitrogen for 2 min. 9. Align the two machined plates with the naked eye and then sandwich the two plates between two glass boards by using binder clips. 10. Bond the two plates under compression at 105 °C for 30 min. 11. Cool the sandwich to ambient temperature and then remove the binder clips and glass boards. 12. Insert 1/16-inch outer diameter poly(etheretherketone) (PEEK) tubes into the access holes and then secure the conduits with a twocomponent epoxy-based adhesive. 13. Dry the adhesive at ambient temperature for 12 hr.
Modification of the Channel Interior of the PMMA Microchip
Note: The following partially refers to published procedures with slight modifications. 8, 18, 19 1. Deliver a saturated sodium hydroxide (NaOH) solution at a flow rate of 100 µl min -1 via a peristaltic pump into the microchip for 12 hr (72 ml total delivered volume). ). Caution! An appropriate exhaust system is recommended, because of the production of ozone during UV irradiation. 9. Replace the residual solution with a fresh Cl-containing SPE formation solution (approximately 200 μl) by syringe injection and then expose the microchip to UV 365 irradiation for 10 min again (light intensity ~2.65 mW cm -2 ). 10. Repeat Step 1.2.9 18 times. 11. Rinse the channel interior with ethanol at flow rate of 100 µl min -1 via peristaltic pump for 30 min (3 ml total delivered volume). After removing the residual solution with peristaltic pump, store the fabricated microchip in a zippered bag for the subsequent use. 2. Flush the cartridge with 1,1'-dichloroethene amounting to at least three cartridge-volumes prior to use. 3. Pass 6 ml of 1,1'-dichloroethene through the treated cartridge and then collect the fraction in a sample vial (20 ml) wrapped in aluminum foil. 4. Add 4.91 ml 1,1'-dichloroethene into the solution containing 120 mg AIBN, 31.8 ml ethanol, and 16.5 ml hexanes in 100-ml glass bottle.
Surface Verification of PMMA Modification
11. Apply 2 ml of the Cl-containing SPE formation solution onto the surfaces of the PMMA substrates and then expose the substrates to UV 365 irradiation for 10 min (light intensity ~2.65 mW cm -2 ). Caution! An appropriate exhaust system is recommended, because of the production of ozone during UV irradiation. 12. Replace the residual solution with 2 ml of fresh Cl-containing SPE formation solution and then expose the substrates to UV 365 irradiation for 10 min again (light intensity ~2.65 mW cm -2 ). 13. Repeat Step 2.1.12 18 times. 14. Remove the residual solution and then rinse the PMMA substrates with 40 ml ethanol in a 50-ml conical tube. 
Discussion
The detailed procedures for the preparation of a dipole-assisted SPE microchip were presented above. In this section, the utility of the modification protocol with regard to the implantation of the C-Cl moieties on the PMMA and the feasibility of the Cl-containing PMMA, which was used as an extraction medium for the determination of trace metal ions, are evaluated step-by-step. For surface verification purposes, the sample type was selected on the basis of its compatibility with the analytical instrumentation. In other words, the types of test samples prepared via a similar process were determined in accordance with the requirements of the analytical instruments. For example, a substratetype sample was used for the measurement of the contact angle, whereas a powder-packing-type sample was used for the LA-ICP-MS, Raman spectroscopic, and XANES analyses.
Initially, to monitor the change undergone by the chemical functionalities attached to the surface of the PMMA during the proposed procedures, a contact angle analysis for the resulting product corresponding to each step was carried out (Figure 2) . As displayed in Figure 2 , the variations in the contact angle clearly indicated that surface changes occurred during the modification procedures, and the contact angle of 80.3° ± 0.43° that was measured for the final product was in agreement with previously reported results. 21 In addition, the existence of the C-Cl moieties on the modified PMMA was also confirmed via LA-ICP-MS analysis. Compared with the results obtained by ablating the native PMMA, distinct signals for Cl were observed expectably by ablating the PMMA modified with the C-Cl moieties (Figure 3(a) ).
The Raman spectra were collected for further validating the attachment of the C-Cl moieties to the PMMA. As shown in Figure 3(b) , two characteristic peaks associated with the CCl 2 asymmetric stretching vibration were observed at 682 cm -1 and 718 cm -1 in the spectrum of the modified PMMA and that in reasonably good agreement with the results reported by Willis et al. 22 and Hendra et al. 23 In other words, the attachment of the C-Cl moieties to the PMMA could be successfully achieved after modification.
Moreover, to clarify the extraction mechanism proposed in this study, the XANES analysis was employed. As indicated in Figure 4 , the interactions between the highly electronegative C-Cl moieties and the positively charged metal ions could be confirmed by the presence of the dominant absorption edge in the XANES spectrum corresponding to the modified PMMA treated with Mn 2+ ions. Thus, the dipole-electrostatic interactions would be indeed applied to on-chip extraction for trace metal analyses. The detailed analytical results for water samples collected from two rivers in Taiwan have been described elsewhere. 16 To the best of our knowledge, this is the first attempt to utilize an innovative working strategy in on-chip SPE reaction for the determination of trace metal ions, and that the developed device was significantly durable compared with other on-chip SPE techniques (i.e., more than 160 analytical works could be achieved without significant deterioration in terms of the extraction efficiency). Nevertheless, because such extraction mechanism was mainly relied on the interactions between the highly electronegative C-Cl moieties and the positively charged metal ions, the proposed technique was expected to be unsuited for the extraction of the negatively charged species so far.
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